EP-1456: On the dosimetric impact of virtual material assignment to the ArcCHECK phantom for quality control with Acuros XB  by Edouard, M. et al.
S788                                                                                                                                         3rd ESTRO Forum 2015 
 
below 1 cm3. Some TPS shows differences in volume 
calculation between contour and calculation modules (iPlan, 
Oncentra, Monaco) and Elekta Oncentra have the highest 
differences compared with the others TPSs. Monaco losses 
some very small structure (<0.3 cm3) when importing 
contours. In figure 1b it is shown minimum, maximum and 
mean differences of every TPS versus mean reference volume 
for all structure studied. 
 
 
 
Conclusions: It is necessary to study and QA volume 
reconstruction algorithm of TPSs before starting an SRS/SBRT 
program. Specific tests for small volumes below 1 cm3 have 
to be made and developed. 
 
   
EP-1456   
On the dosimetric impact of virtual material assignment to 
the ArcCHECK phantom for quality control with Acuros XB 
M. Edouard1, C. Legrand2, D. Autret2 
1Institut Gustave Roussy, Medical Physics, Villejuif, France  
2Institut de Cancérologie de l'Ouest, Medical Physics, Angers, 
France  
 
Purpose/Objective: Acuros XB® is a recent advanced 
algorithm for photon dose calculation. Similarly to Monte 
Carlo simulations, AXB calculates doses using proper media 
cross section. The aim of this study was to investigate AXB 
capacity to correctly account for a virtual material 
assignment for patient QA in ArcCHECK® diode array (AK).  
Materials and Methods: Relative differences were estimated 
between calculations and measurements in function of the 
virtual material assigned to the AK. The following virtual 
materials were studied by scaling CT number to reach AK 
relative electron density or mass density: human tissues 
obtained by default on the phantom CT scan, physical 
material and water. In addition, Anisotropic Analytical 
Algorithm (AAA) and AXB results were compared. Parametric 
studies were done in isocentric conditions by varying scatter 
conditions. Prostate and endometrial patient treatment cases 
were studied in the AK using ionization chamber (IC), 
Gafchromic films and diodes measurements.  
Results: Regarding the open field tests, ionization chamber 
measurements at isocenter have shown relative differences 
of 1.5+/-0.3% using PMMA and -1.2+/-0.3% using the default 
material (cartilage) each time in combination with a scaled 
CT number to the AK's mass density. In the cases of water 
scaled to mass and relative electron density, results have 
been higher: -2.8+/-0.4% and -3.4+/-0.5%. Regarding the 
patient treatment studied cases, the best results for 
ionization measurements were obtained with AXB using the 
cartilage (with CT numbers adapted to mass density) and 
PMMA materials. No significant differences were obtained 
with diode pass rates. Gafchromic films have given 
interesting results and showed for prostate cancer treatment 
plans better dose estimation with PMMA material (figure 1). 
 
Conclusions: Phantom CT numbers have to be adjusted to 
mass density for advanced algorithms such as AXB and to 
relative electron density for conventional algorithms such as 
AAA. Better results are observed if right physical materials 
are applied to the virtual phantom images (PMMA for the 
ArcCHECK phantom). This study leads to state that a 
particular attention should be paid to QA phantom 
commissioning in the TPS for advanced algorithm such as 
AXB. 
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Purpose/Objective: Dysphagia is one of the most disabling 
complications associated with head-neck chemo-radiotherapy 
intensification. Pharyngeal constrictor muscles (PCM) and 
supraglottic larynx (SGL) have been identified as principal 
organs in which swallowing dysfunction after chemo-radiation 
causes dysphagia. If significant correlations between 
dysphagia and increased doses to PCM and SGL are now 
established, dose sparing of swallowing structures still 
represents a major challenge in HN planning optimization 
process. In this study, we explored the potential of VMAT 
technique to reduce the risk on swallowing problems after 
curative chemo-radiotherapy. 
